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SUMMARY 
The use of a simple potassium-selective membrane electrode as a detector in replacement ion 
chromatography of both cations and anions is examined. For cation chromatography, separated 
alkali metal ions are detected in the effluent of a suppressed chromatographic system by replace- 
ment with potassium ions via cation-exchange tubing bathed in potassium chloride solution. Sub- 
sequent downstream potentiometric measurement of the exchanged potassium ions is made with 
a wall-jet type valinomycin-based polymer membrane electrode. The same replacement stage and 
potentiometric detector can be used for anion chromatography, in which case counter hydrogen 
ions in the effluent are the cationic species replaced by potassium. The detection capabilities of 
the method are shown to depend on a number of factors, including the lengths of suppressor and 
replacement ion-exchange tubing, the nature and concentration of the bathing electrolytes in the 
suppressor and replacement stages and the system flow-rates. Under optimized experimental con- 
ditions, it is shown that the membrane electrode-based ion replacement scheme can rival the 
conventional conductivity methods for the detection of separated ions. 
High-performance ion chromatography, introduced to modern analytical 
chemistry in the mid-1970s is an attractive method for simultaneous multi- 
component analysis of mixtures of anions and cations. In most applications of 
either suppressed or single-column (non-suppressed) systems, conductivity 
detection is used. However, the high temperature coefficients and limited de- 
tection capabilities of the conductimetric method have prompted efforts to 
implement a variety of novel direct and indirect spectrophotometric and elec- 
trochemical detection schemes in ion chromatography [ 11. In addition, nu- 
merous post-column reaction methods to enhance sensitivity have been pro- 
posed [2]. 
In suppressed-ion chromatography, the high conductivity of the eluent is 
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dramatically reduced via a neutralization reaction within packed-bed ion-ex- 
change stripper columns or hollow ion-exchange tubings (bathed in appropri- 
ate regenerant solution) placed after the analytical column. Similar ion-ex- 
change processes in a third column or tubing placed in series with the analytical 
and suppressor stages have become the basis for replacement ion chromato- 
graphy (RIC), a detection scheme introduced by Hieftje and co-workers [ 3- 
51. In RIC, effluent from the separation and suppressor columns (or tubing) 
is pumped through an ion-exchange tube (or column) immersed in an appro- 
priate electrolyte solution containing specific replacement ions. Separated an- 
alyte ions or their counter ions are quantitatively exchanged for the replace- 
ment ions, which are then monitored downstream with a suitable detector. In 
the earliest work, lithium was used as the replacement ion in conjunction with 
flame photometric detection [ 3,4], whereas more recently nitrate and iodate 
have served as indicator ions with UV detection [ 51. However, the need for 
more complex and costly detection instrumentation to monitor the replace- 
ment ions (beyond the chromatographic equipment) clearly detracts from the 
fundamental advantages of the replacement concept. 
Several types of potentiometric electrodes have already found wide appli- 
cation as detectors in ion chromatography [ 1,6]. These devices have included 
simple metallic electrodes (e.g., copper), silver electrodes of the second kind 
and various ion-selective membrane electrodes. In certain instances, e.g., the 
determination of bromide [ 71 and ammonium ions [ 81, the detection limits 
obtainable via potentiometric detection were better than those possible by any 
other ion chromatographic detection method. 
In this work, the feasibility of using a simple valinomycin-based potassium 
ion-selective membrane electrode as a universal potentiometric detector in the 
RIC of cations and anions was examined. As expected based on the electrode’s 
cation selectivity pattern, the use of the potassium sensor alone as a direct 
detector for separated alkali metal cations provides high sensitivity for potas- 
sium, rubidium and cesium ions, but a much poorer response toward ammo- 
nium, lithium and sodium [ 81. However, it is shown here that utilization of 
the potassium electrode in a replacement-type detection arrangement (with 
potassium as the replacement ion) provides a practical means of exploiting the 
excellent detection capabilities and selectivity of this electrode for monitoring 
a wide range of ions. 
EXPERIMENTAL 
Apparatus 
A schematic diagram of the instrumental setup used for the RIC experiments 
is shown in Fig. 1. The system consisted of a Spectra-Physics (San Jose, CA) 
SP 8700 programmable solvent delivery pump, a Rheodyne (Cot&i, CA) Model 











Fig. 1. Schematic diagram of instrumentation used for replacement and conductivity ion chro- 
matographic measurements. 
detector. The potentiometric detector was connected to an Accumet Model 910 
pH/mV meter (Fisher Scientific, Pittsburgh, PA). Analog outputs from both 
the conductivity and potentiometric detectors were recorded on a Fisher Re- 
cordall model D5117-5AQ strip-chart recorder. In several experiments aimed 
at determining the effect of the LC pump components on the conductivity of 
the effluents, solutions were pumped through various stages of the system via 
a Rainin (Woburn, MA) Minipulse multi-channel peristaltic pump. 
Columns 
Cations were separated on an ION-210 cation-exchange column (Interac- 
tion Chemicals, Mountain View, CA) and anions on a PRP-X100 column 
(Hamilton, Reno, NV). In both cases, an IonGuard polymeric column (Inter- 
action Chemicals) was placed between the injection valve and the analytical 
column. 
Post-column suppression in anion chromatography was achieved using 30- 
150-cm lengths of Raipore strong cation-exchange tubing (T-1010; RAI Re- 
search, Hauppauge, NY) or 250 cm of Nafion 811X tubing (Perma Pure Prod- 
ucts, Toms River, NJ). The suppressor used for cation chromatography was a 
120-cm length of Raipore T-1030 strong anion-exchange tubing. These ion- 
exchange suppressor tubings were coiled (4 cm diameter) and placed in l-l 
beakers containing appropriate acid or base solutions. The bathing solutions 
were stirred with a magnetic stirring bar and changed periodically as deter- 
mined from observing the baseline detector drift of the entire chromatographic 
system. 
The replacement stage of the RIC system consisted of a coiled 120-cm length 
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of Raipore T-1010 cation-exchange tubing bathed in potassium chloride 
solution. 
Potentiometric detector 
Potentiometric detection was done using a large-volume wall-jet electrode 
design similar to that described previously for solid-state membrane electrodes 
[ 91. A Phillips electrode body (Model IS-561 ) was fitted with an exchangeable 
wall-jet cap made of Delrin resin. The outlet nozzle of the cap was 0.56 mm in 
diameter and the outlet orifice was positioned 4 mm from the surface of the 
potassium-selective membrane mounted in the electrode. The indicating elec- 
trode together with a saturated calomel reference electrode were placed in a 
lOO-ml beaker, such that the effluent solution waste was kept 1 cm above the 
polymer membrane of the indicating electrode. 
The potassium-selective polymer membrane of the indicating electrode was 
prepared by evaporating a mixture containing 2.0 mg of valinomycin (Sigma, 
St. Louis, MO), 66 mg of high-molecular weight poly (vinyl chloride) (Fluka, 
Ronkonkoma, NY), 132 mg of bis (2-ethylhexyl) sebacate (Fluka) and 2 ml of 
freshly distilled tetrahydrofuran (Aldrich, Milwaukee, WI) from a flat glass 
surface (3.8 cm2). Smaller pieces of this larger membrane were cut and mounted 
in the Philips electrode body. A 0.1 M potassium chloride solution was used as 
the internal reference solution. 
Reagents 
Analytical-reagent grade chemicals were used and all solutions were pre- 
pared with deionized water obtained from a Milli-Q system (Millipore, Bed- 
ford, MA ) . 
Solutions of nitric acid used as eluents in cation chromatography were pre- 
pared by diluting concentrated nitric acid (Mallinckrodt, Paris, KY). Sodium 
hydroxide solutions used as eluents for anion separations and for suppression 
in cation chromatography were prepared from the solid material (Aldrich). 
Hydrochloric acid suppressor solutions (for anion chromatography) were pre- 
pared by diluting the concentrated acid (Mallinckrodt ). 
Mixtures of sample cations were prepared from ammonium chloride, lithium 
chloride, potassium chloride and sodium chloride. Anion mixtures containing 
fluoride, nitrate, chloride and bromide were prepared with the sodium or po- 
tassium salts of these species. 
RESULTS AND DISCUSSION 
Flow-injection measurements of potassium 
Owing to its high selectivity and reproducibility, long lifetime and low limits 
of detection (approaching micromolar levels [ lo] ), the potassium-selective 
electrode using valinomycin in a polymeric membrane has found a wide range 
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of analytical applications. Several workers have employed various forms of this 
electrode in flow-injection arrangements [ 11-131, where the measurement 
conditions are similar to those used in ion chromatography. An especially con- 
venient configuration for employing membrane electrodes as flow-through de- 
tectors is to use a large-volume wall-jet electrode configuration [ 91. This de- 
sign allows for the use of conventional electrode bodies fitted with exchangeable 
wall-jet caps. Until now, this design has been used only with solid-state type 
membrane electrodes [9,14-171. Thus, in preliminary studies of the proposed 
RIC system, flow-injection studies were carried out to determine whether the 
large-volume wall-jet electrode design could be used in conjunction with the 
polymer membrane-type potassium electrode. 
Flow-injection measurements were made using 0.1 M sodium chloride as a 
carrier solution and a lOO-~1 injection loop. Peaks recorded for potassium con- 
centrations ranging from 10 PM to 1 mM at a flow-rate of 1 ml min-l showed 
reasonable reproducibility (see Fig. 2; s.d. of dE values < + 0.5 mV for n = 5). 
Peak potentials recorded with the guard column in place (between the injector 
and the electrode detector, Fig. 2A) were not significantly different than those 
obtained without the guard column (Fig. 2B). A near-Nernstian relationship 
between the logarithm of injected potassium concentrations and peak height 
(in mV) was observed for peaks greater than 50 mV for both flowing configu- 
rations. Below this limit, the calibration plot (dE vs. log K+ concentration) 
I 30 mV 
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Fig. 2. Flow-injection peaks recorded using potassium-selective electrode in the chromatographic 
setup without a separation column and (A) with and (B) without a guard column. Carrier solu- 
tion, 0.1 M NaCl; flow-rate, 1 ml min-‘; sample volume, 100 pk concentrations of injected potas- 
sium chloride solutions, 0.01-l mM as shown. 
100 
exhibited a non-linear response. This observation correlates well with previous 
results obtained for flow-injection measurements with solid-state membrane 
electrodes. [ 181. The selectivity of the flow-through electrode used here for 
potassium over other metal ions was similar to that observed for other vali- 
nomycin-PVC membranes [ 191. 
RIC with potentiometric potassium detection 
The general reaction sequences involved in RIC have been described in de- 
tail by Galante and Hieftje [ 431. Since the ultimate detection capabilities of 
the present system depend on the background concentration of cations in the 
effluent (due to the replacement of all cations by potassium), chromatography 
of both cations and anions must be done using a suppressed system. Ideal 
suppression in cation chromatography results from the exchange of hydroxyl 
ions for the anions of a strong eluent acid to yield a water background. Thus, 
separated cations elute with hydroxyl counter ions. In the replacement stage, 
potassium ions exchange for each of the separated cations in the effluent. Any 
trace contamination of cations in the eluent will cause an increase in the back- 
ground potentiometric potassium signal. The major sources of such back- 
ground contamination in RIC have been detailed previously [ 431. As shown 
in Table 1, these sources of contamination also contribute to the background 
total ion content of the effluent, as measured by a conductivity detector. It can 
be seen that the addition of the suppressor tubing to the total flow system 
causes a dramatic increase in the background conductivity, and that variations 
TABLE 1 
Background conductivity measured for various flow system configurations 
Configuration of 
pumping system 
Solution pumped Solution in 
suppressor 
reservoir 
Flow-rate Conductivity (,uS ) 
(ml mini) 
Peristaltic pump with 
Tygon tubing 
Ion chromatography 
with guard column 
Ion chromatography 
with 90-cm Baipore 
suppressor tubing” 
Ion chromatography 
with 150~cm Baipore 
suppressor tubing” 
Deionized water - 0.4 0.024 
0.8 0.017 
3.0 0.014 
Deionized water - 3.0 
10 mM HNO, 10 mM NaOH 0.4 0.296 (8.9)b 
0.8 0.137 (7.9)b 
1.2 1.08 (4.2)b 
10 mM HNO, 10 mM NaOH 0.8 




“Anion-exchange tubing. $H of effluent in parentheses. 
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in flow through this tubing have a marked effect on the total ion concentration 
of the background effluent (due to kinetics of exchange process in suppressor 
tubing). Decreasing the bathing NaOH concentration in the suppressor stage 
reduces the observed effluent conductivity, but at the expense of requiring more 
frequent changes of this solution. 
For anion chromatography, sodium hydroxide may be used as the eluent and 
suppression achieved via exchange of sodium for hydrogens ions in the sup- 
pressor tubing. Consequently, separated anions elute as acids and potentio- 
metric detection with the potassium electrode is based on exchange of the 
counter hydrogen ions for potassium ions. The detection capabilities in this 
case are again limited by the same sources of background ions suggested by 
Galante and Hieftje [ 4,5]. 
Optimization of RIC for cations 
The quality of results obtained in RIC depends on optimizing the conditions 
used for suppression and ion replacement following suppression. Adjustment 
of the experimental conditions can be controlled by monitoring the pH of the 
effluent after suppression, the conductivity after the suppression and replace- 
ment coils and the final potentiometric signal recorded with the potassium 
electrode. Chromatograms for a mixture of lithium, sodium, ammonium and 
potassium ions using 10 mM nitric acid as the eluent, recorded under various 
suppression and replacement conditions, are shown in Fig. 3. Potentiometric 
detection with the wall-jet potassium electrode placed immediately after the 
anion-exchange suppressor (i.e., no replacement stage) results in large signals 
for separated potassium, but much smaller responses toward the other cations 
(Fig. 3A). Addition of a short cation-exchange replacement tubing (30 cm) 
bathed in 0.02 mM KC1 immediately before the electrode results in a decrease 
in the potassium and ammonium peaks and an increase in the sodium and 
lithium signals (Fig. 3B). A longer replacement coil (90 cm) coupled with an 
increase in the replacement bathing solution to 1 mM (Fig. 3C) yields even 
larger signals for lithium and sodium (more replacement ) and smaller net sig- 
nals for potassium owing to increased dispersion. The decrease in the magni- 
tude of the ammonium ion signal (in Fig. 3C) results from loss of neutral 
ammonia through the walls of the extended length of replacement tubing ow- 
ing to the fact that the effluent is basic (see Table 1 and discussion below). 
It should be noted that the baseline potential of the potassium electrode 
under optimized conditions (Fig. 3C ) corresponds to a background potassium 
level of roughly 10 ,uM in the effluent. Increasing the bathing potassium chlo- 
ride level ( > 1 mM) in the replacement stage results in an increase in this 
background signal and thus smaller peaks. This is due to a finite leakage of 
counter chloride ions through the cation-exchange replacement tubing. Simi- 
larly, leakage of sodium counter ions through the walls of the anion-exchange 
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Fig. 3. Cation chromatograms obtained in (A) suppressed and (B, C) replacement systems with 
10 mM nitric acid as eluent at a flow-rate of 0.8 ml min-’ usingpotentiometric detection via the 
potassium-selective electrode. Concentration of NaOH used as regenerant in suppressor: (A) 1 
mM; (B, C) 10 mM. Concentration of KC1 used for replacement: (B ) 0.02 mM; (C ) 1 mM. 
Replacement, Raipore tubing: (B) 30 cm and (C) 90 cm. Peaks: 1 =Li+; 2=Na+; 3 =NH,+; 
4 = K+. Injection: 10 ~1 of a 10 mM solution of each cation. 
Fig. 4. Chromatograms obtained in RIC of cations using 10 mM nitric acid as eluent at a flow-rate 
of 0.8 ml min-’ via potentiometric detection with the potassium-selective electrode. Regenerants 
for suppressor: (A, C) 10 mM NaOH; (B) 10 mM sodium borate; (D) 5 mM Ba(OH),. Regener- 
ants for replacement: (A, B, D) 1 mM KCl; (C) 0.5 mM K,HPO,. Peaks: 1 =Li+; 2=Na+; 
3 = NH,+; 4 = K+. Injection: 10 ~1 of a 10 mM solution of each cation. (Note: baseline potential 
in B is ca. 45 mV more positive than in A, C and D, indicating a higher background of potassium 
ions in the effluent; see text.) 
mM. Such leakage of counter ions is due to breakdown of the Donnan potential 
when the gradient of cations or anions across the walls of the replacement and 
suppressor tubings, respectively, is high (e.g., when effluent is fully suppressed 
to nearly a pure water background). Under these conditions, the effluent from 
the suppressor stage is still fairly basic (e.g., pH ca. 9.0) and this, in part, 
controls the ultimate detection capabilities of the present system. 
The specific electrolyte solutions used to bathe the suppressor and replace- 
ment tubings in the RIC system also influence the results obtained (Fig. 4). 
For example, use of sodium borate in place of sodium hydroxide in the sup- 
pressor reservoir produces much smaller potentiometric signals (Fig. 4B ) ow- 
ing to an increase (from 10 to ca. 70 PM) in the background potassium levels 
in the final effluent (i.e, less effective suppression). The use of barium hy- 
droxide causes a severe resolution problem (Fig. 4D ). Similar resolution prob- 
lems were encountered when potassium chloride in the replacement reservoir 
was changed to dipotassium hydrogenphosphate (Fig. 4C ). These findings are 
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in agreement with observations reported by Galante and Hieftje [ 431, who 
suggested that the kinetics of the replacement and suppression processes can 
be influenced by the nature of the bathing electrolyte in each portion of the 
system, and these effects can have a profound impact on the detection capa- 
bilities and resolution of the final RIC system. 
For the given chromatographic system used in this work (e.g., column, sup- 
pressor, eluent ), experimental detection limits using conductivity are poorer 
than those reported by others for suppressed chromatography of monovalent 
cations [ 11. However, since some of the same system factors which limit ion 
sensitivity using conductivity detection also influence the results obtainable 
with the replacement approach, for a particular experimental setup, it seems 
reasonable to evaluate the potentiometric RIC method by directly comparing 
the results with those obtained with conductivity under the exact same exper- 
imental conditions. Figure 5 shows the chromatograms obtained for the sepa- 
ration of cations using suppressed and non-suppressed conductivity detection. 
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Fig. 5. Chromatograms obtained in (A) non-suppressed and (B) suppressed system with conduc- 
tivity detection using 10 mM nitric acid as eluent at a flow-rate of 0.8 ml min-‘. Regenerant in 
suppressor: 10 mM NaOH. Injection: 100 ~1 of 1 mM (1) Li+, (2) Na+, (3) NH,+ and (4) K+. 
Fig. 6. Cation chromatograms obtained in replacement system with potentiometric detection us- 
ing the potassium ion-selective electrode and 10 mM nitric acid as eluent at a flow-rate of 0.8 ml 
min-I. 10 mM NaOH used as regenerant for suppressor and 1 mM KC1 as regenerant for replace- 
ment. Injection: 100 ~1 of (1) 1 mM and (B) 0.2 mM of each cation. Relative peak areas for A: 
1.0: 1.3: 1.0: 1.7 (via manual integration). 
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Despite the similar magnitude of the signals with both versions of conductivity 
detection, the non-suppressed conditions (single column) are much less fa- 
vorable owing to the higher background noise in the highly conductive eluent 
signal (e.g., 110 ,uS ). Detection limits with the suppressed conductivity detec- 
tion scheme were estimated to be 9,11,35 and 21 ,uM for Li+, Na+, NH,+ and 
K+, respectively (using S/N=3). Figure 6 shows the results obtained under 
the same experimental conditions using the RIC approach with the potassium 
electrode as the detector. A noise level of 0.1 mV resulted in detection limits of 
10, 10, 21 and 17 PM for Li+, Na+, NH4+ and K+, respectively, indicating 
nearly equal sensitivity to the suppressed conductivity method. With the use 
of improved signal processing instrumentation (e.g., high input impedance 
amplifiers) and pulse suppression methods to reduce background noise, it seems 
likely that even better detection limits should be attainable with the membrane 
electrode RIC system. 
Calibration graphs (peak height vs. injected concentration) for the sepa- 
rated cations using potentiometric detection are shown in Fig. 7. In general, 
the graphs are linear up to potential changes approaching 20 mV, after which 
the logarithmic nature of the detector predominates. The high intercept for 
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Fig. 7. Calibration graphs obtained for (0 ) Li+, (0 ) Na+, ( A ) NH,+ and (0 ) K+ in RIC using 
potentiometric detection with the potassium membrane-selective electrode. Conditions as in Fig. 
6. 
Fig. 8. Effect of regenerant concentration in suppressor on conductivity of effluent in ion chro- 
matography of anions using 15 mM NaOH as eluent and 250~cm Nafion 811X tubing as suppres- 
sor. Regenerant: (0 ) 2 mM HCI; (A ) 4 mM HCl; (0 ) 12 mM HCl; (0 ) 6 mM HzS04. 
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salts used to prepare the mixture. As with all other detectors used with RIC, 
the potassium electrode detector yields smaller differences in the sensitivity 
toward the various separated ions than conductivity detection, particularly if 
the integrals of the peaks are used (see legend to Fig. 6). However, it should 
be noted that, since the rates of ion exchange for various sample ions can differ, 
the ion replacement methods based on tubular replacement stages can rarely 
offer equal detection capabilities (in terms of peak areas) toward all separated 
ions (as suggested by Galante and Hieftje [4] ) unless lengthy and packed 
replacement stages are used. 
Optimization of RIC for anions 
The Hamilton PRP-X100 column is designed for performing anion chro- 
matography over pH range 1-13 [ 201. Thus, dilute sodium hydroxide was found 
to be a suitable eluent for the separation of a model mixture of fluoride, chlo- 
ride, bromide and nitrite using flow-rates of l-2 ml min-‘. 
Suppression in the anion chromatography systems was achieved with var- 
ious cation-exchange tubings using nitric, hydrochloric or sulfuric acid as the 
bathing regenerant solution. To gauge the effectiveness of the different acids 
and their concentrations at suppressing the sodium hydroxide eluent, conduc- 
tivity detection was employed after the suppressor tubing, at various flow-rates 
of the eluent (using a 250-cm length of Nation 811-X tubing). As shown in 
Fig. 8, the lowest conductivity was found with 2 mM hydrochloric acid as the 
bathing solution at flow-rates approaching 1 ml min-‘. However, such dilute 
acid is rapidly consumed and therefore, for practical purposes, more concen- 
trated hydrochloric acid (12 mM) was used for subsequent experiments. Both 
sulfuric acid (example shown in Fig. 8) and nitric acid (not shown) were much 
less effective at suppressing the conductivity of the effluent. 
Similar studies were conducted with the replacement stage of the system by 
varying the concentration of bathing KC1 from 0.5 to 6 mM. The lowest con- 
ductivity (0.16 ,L&) after the suppressor and replacement stages was obtained 
using 2 mM KC1 as the replacement electrolyte and a flow-rate of 2 ml min-‘. 
The conductivity of the effluent doubled when the flow-rate was reduced to 1 
ml min-’ . The potentials of the wall-jet potassium electrode under such con- 
ditions were nearly the same as observed for the cation RIC system (e.g., ca. 
10 PM K+ in the effluent). 
Results from the preliminary optimization studies under conditions neces- 
sary for anion separation suggested that better performance with conductivity 
detection (when placed after the suppressor, as in conventional suppressed- 
ion chromatography) can be expected at lower flow-rates, whereas higher flow- 
rates provide the lowest potassium background for the electrode-based RIC 
system. Therefore, a direct comparison of both detection arrangements was 
carried out using 1.0 ml min-l for conductivity and 2.0 ml min-’ for potenti- 
ometric detection with the potassium electrode. Typical anion chromatograms 
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Fig. 9. Anion chromatograms obtained (A) in suppressed systems with conductivity detection 
and (B) in replacement system with potentiometric detection using the potassium-selective mem- 
brane electrode and 15 mM NaOH as eluent. Flow-rate: (A) 1 and (B) 2 ml min-‘. 12 mM HCl 
used as regenerant for suppressor and 2 mM KC1 for replacement. Injection: 100 ~1 of a 0.2 mM 
solution of each anion. Relative peak areas in B: 1.0: 1.4: 1.3: 1.2 (via manual integration). 
for both types of detection schemes under these conditions are shown in Fig. 
9. Taking into account the background noise level for both methods, detection 
limits for fluoride, chloride, nitrite and bromide were 2.9, 5.3, 10 and 28 PM, 
respectively, with conductivity detection, while the electrode-based RIC sys- 
tem yielded detection limits of 3.2, 4.3, 11 and 17 PM, respectively (based on 
S/N= 3). Based on these results, it appears that the dispersion variations aris- 
ing from differing flow-rates and the extra length of post-column replacement 
tubing in the RIC system tend to offset each other, yielding comparable detec- 
tion limits for the two methods. Anion calibration graphs for the potentiomet- 
ric method were linear up to peak heights of ca. 15 mV (not shown). 
Conclusions 
The results demonstrate that the valinomycin-based potassium membrane 
electrode can be used effectively as a detector in RIC of cations and anions. 
Although this study was restricted to the separation and detection of only mon- 
ovalent inorganic ions, the approach suggested should also be applicable to 
multivalent and organic ion species. At present, the detection limits are com- 
parable to those obtained using conductivity detection, although further im- 
provements should be possible by decreasing the noise level in the potentio- 
metric detection system and eliminating the sources of background cation 
contamination and leakage into the effluent flowing from the suppressor and 
replacement stages of the system. In addition, improvements in the quality of 
the ion separations and detection should be possible if band dispersion in the 
lengthy suppression and replacement stages is minimized. This can be accom- 
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plished by reducing the inner diameter of the fibers, using inner packing ma- 
terials to reduce the dead volumes or employing commercial Dionex suppres- 
sion systems. In view of the simplicity, low cost and accessibility of the required 
potentiometric equipment, it seems likely that the membrane electrode detec- 
tor system described here can offer distinct advantages over the various spec- 
troscopic methods used previously in conjunction with RIC. 
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